
Section 5 SP 721

Traditional 5 10(k) Summary

This summary of the Traditional 510(k) substantial equivalence information is being submitted in
accordance with the requirements of 21 CFR 807 .92.

Applicant's Name and Address

Opal Orthodontics
by Ultradent Products, Inc.
505 West 10200 South
South Jordan, UIT 84095

Contact Person: Diane Rogers
Title: Regulatory Affairs Manager
Telephone: 800-552-5512 x4491, 801-553-4491
FAX: 801-553-4609
Date Summary Prepared: June 14, 2011

Name of the Device

Trade Name: Opal® Band"' Cement
Common Name: Adhesive, Bracket and Tooth Conditioner, Resin
Device Classification: 11
Classification Product Code: DYH

Legally Marketed Predicate Devices to Which Equivalence is Claimed-

The predicate device is: K950514 CC/3M Tni-Cure Glass lonomer Orthodontic Band Cement also known
as " Unitek'Multi-Cure Glass lonomer Band Cement"

Opal® Band'" Cement is very similar to our predicate device in that both devices are intended to be
used to cement orthodontic bands on to teeth. There are several other products in the market that
have the same indications as these products. We chose UnitekM Multi-Cure Glass lonomer Band
Cement as it tested the most similar to Opal®Band" Cement.

Indications for Use: Opal® BandrM  Cement uses chemical, light and glass ionomer
polymerization to cement all types of orthodontic bands to the teeth.
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Product Description: Opal® Band m Cement is a triple cure, band cement which is light blue,
two-part, resin based, fluoride releasing, glass lonomer orthodontic cement.
Opal® Band'" Cement is a triple cure, fluoride releasing, permanent band cement used by
dentists and orthodontists to cement a variety of bands and sizes of bands onto teeth.
Orthodontic bands are indicated for patients of all ages that a dentist or orthodontist deems
necessary for treatment.

Similarities in the Indications for Use

Opal® BandM Cement Opal® Bandt" Cement uses
chemical, light and glass
ionomer polymerization to
cement all types of
orthodontic bands to the
teeth.

Unitek T M Multi-Cure Glass K950514 Unitek TM Multi-Cure Glass
lonomer Band Cement lonomer Orthodontic Band

Cement is a two-part
powder/liquid glass ionomer
cement for orthodontic

____ ___ ___ ___ ____ ___ _ _ ___ ____ ___ ___ ___ __ I banding.

Opal® BandTM Cement is supplied in a pre-mixed syringe for easy delivery and no waste.

UnitekTM Multi-Cure Glass lonomner Band Cement is supplied in bottles of liquid and powder
that need to be mnixed in a dish prior to use.

Brief Description of Testing Performed

The following bench tests were conducted during the R & D phase on Opal® Band' Cement and
compared to K950514 GC/3M Tni-Cure Glass lonomer Orthodontic Band Cement also known as
"Unitek"Multi-Cure Glass lonomer Band Cement" Final test results are in Section 18 "Bench Testing".

a. Flexural Strength - This test will show the strength of the bond during stress. A higher number
than our competitors is good. The modulus side of this test shows the strength at which flexing
the bond occurs. Our testing shows more "give' to it as our competitor's product has more
glass ionomer in it and tends to be "stiffer. We prefer the elasticity.

5



b. Hardness - This test shows the resiliency of the material to resist deformation. It is acceptable
for us to stay ± 6.0 HK of our competitors range with water and ±14.0 HK in hardness without
water as this shows the elastic properties of our cement.

c. Setting Time - This test determines the amount of time it takes for the product to be
completely set. We prefer to be as close to our predicate as possible.

d. Ambient Light Sensitivity - This test shows the time that the product will cure in ambient light.
It shows working time with the product and curing time of the product. We want higher times in
this category.

e. Sorption - This test shows how much water the resin absorbs. We want low readings on this
test. Both products show hydrophyllic properties which is indicative of their base materials.

f. Film thickness - testing bond strength at a defined thickness.
g. Radiopacity - verifying how clear the product shows up during an Xray.
h. Soluability- testing whether the product degrades in solutions or saliva. Look for a pass in this

section.
iL Working time - The amount of time you have to work with the product before it starts to set-up
j. Compressive Strength - Measures the material's ability to not break apart under a compressive

load. Prefer a higher number.
k. Compressive Modulus - This shows the amount of "give" when under force. We prefer a

similar number to our predicate.
1. Metal Shear -This test checks the ability of the product to adhere to metals. We prefer a

number similar to our predicate.
m. Dimension Change - Determines how much water is absorbed into the product. Two sets of

measurements were recorded to validate our numbers.
n. Fluoride release -Tested fluoride release over 28 days and Fluoride burst on the first day.
o. Fluoride Burst - First day of measurements

Clinical Summary

A complete Clinical Summary of Opal' BandwT Cement is included in Section 20. We conducted
a literature study to show safety and effectiveness of Opal®, Band TM Cement. The product
including different sizes and shapes can be used on any age patient when treatment is
prescribed by a dentist or orthodontist. The device has the same technological characteristics
compared to K950S14 GC/3M Tni-Cure Glass lonomer Orthodontic Band Cement also known as

Unitek'Multi-Cure Glass lonomer Band Cement"

These materials have been widely used by numerous manufacturers in the dental industry.

The efficacy or suitability to the intended purpose of Opal® Band TM Cement has been
demonstrated by a combination of in-house testing and side-by-side comparisons to predicate
devices currently on the market. Results of our bench testing indicates that Opal® Band TM

Cement performs as well or better than the predicate device currently on the market.
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Summary
Risk/Benefit Review

Considering the safe history of our predicate, K(950514 GC/3M Tni-Cure Glass lonomer Orthodontic
Band Cement also known as" UnitekwMulti-Cure Glass lonomer Band Cement", Opal® Band TM Cement
is substantially equivalent and considered to be a safe medical device. Our research indicates that our
predicate has been used by many dentists and large group practices in the United States and purchased
by a large number of international distributors. To date, there have been no reported complaints of
local or systemic adverse effects associated with the use of the predicate product.

Opal® Band TM Cement was tested for biocompatibility in Cytotoxicity, Sensitization, Irritation and
Genotoxicity tests according to ISO 10993-1:2009. An abstract of the testing along with signed test
reports are included in Section 15 "Biocompatibility" of this submission.

In conclusion, Opal® Band'" Cement has been-designed and manufactured with the intended use and
claims for the product in mind. Scientific literature, etc. has been collected and evaluated to determine
safety and efficacy of similar products used for the same indication. Following the clinical review as
documented above, Opal Orthodontics by Ultradent Products, Inc. deems that when this device is used
under the conditions and for the purposes intended, it will not compromise the clinical condition or the
safety of the patient and the association with its use constitutes acceptable risks when weighed against
the benefits to the patient. Therefore, the product is compatible with a high level of protection of
health and safety and may be released to the market.
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Ficai Service

Regulatory Affiaurs iManager
Ulit iden t lProd ucts, Incorporated
505 West 10200 South
South Jo 1dall. Utah 84095 -3

Re: Kiil1696
Irade/Device Name: Opal®O Band'I Cement
ReguLlation Number: 2] CFR 872.3750
ReguLiation Name: Orthodontic Bracket Adhesive and Tooth Conditioner
ReguLi atolV Cilass: 11
ProdcLIt Code: DYFI
Dated: June 13), 2011
Received: June 17. 2011i

Dear Mls. Rogers:

We have reviewed your Sect ion 5 10(k) preniarket notification of intent to market the device
referenced above and hlave determined the device is substantially equivaient (for the
indications for Use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to M/ay 28, 1976, the enactment date of the M/edical Device
Amendments, or to devices that have been reclassified in accordance with-the provisions of
the Federal Food, Dru, and Cosmetic Act (Act) that do not require approval of a preinarket
approval application (PMVA). You may, therefore, market the device, subject to the general
controls provisions of the Act. The general controls provisions of the Act include
requLiremenCIts For annual registration, listing of devices, good manufacturing praetice,
iabeling, and prohibitions against misbranding and adUlteratioti. Please note: CDRI-I does
not evalate information related to contract liability warranties. 'Ae remind y'ou. however.
that device labeling Must be truthful and not misleading.

If your device is classified (see above) into either class It (Special Controls) or class IIl
(PM%,A). it may be stubject to additional controls. Existing major reulations affecting yourL
device can be found in the Code of Federal Regulations. Title 2 1, Parts 800 to 898. in
addition. FDA n1ay' ptrbl ish further antI0IICCceens Con1cerninrg you)Lr device in the Federal
Rce,,stcr.



F~age 2 - fvs. Rogers

Please be ad vised that FDA's issu~ance of a substantial equivalence determination does not
mnean that FDA has made a determination that YOUr device conmplies with other requI~ire rnts
of'the Act or any' Federal statut~es and regulations administered by other lFederal agenc ies.
YOU rn .St comp11ly with all the Act's requirements, inclIudinrg, but not li mi ted to: registralion
and listing (21I C FR Part 807); labeling (21 C FR lPirt 801I); mnedical device reporti ng
(reporting of mnedical device-reclated adverse events) (2 1 CIT 803); good mainifiaetirino
pr-actice reqtriienients as set Forth in the quality systems (QS) re(IIrlation (2 1 CFR Part 820);
and if applicable, the electronic product radiation control provisions (Sections 53 1-542 of'
the Act); 2 1 C FR 1000- 1050.

[1< you eCs ire specif-ic advice for your device onl our labeling reguLlationl (21I C FR Part 801)I
please go to lhttp://\v\ww. f'ca,.,,ov/AboutFD)A/CeniteirsOffrces/CDRZI-l/CDR 1-loflices
/uicrr I1I5809.1mi for the Center for Devices and Radiological HeIalth's (C.DRI-I's) Office of'
Compliance. Also, please note the regulation entitled, "Misbranding- by ref'erence to
premarket notification" (21I CFR Part 807.97). For queCstions regarding the reporting of'
adverse events under the N4IDR regulation (21 CIR lPart 803), please go to
Lhttp)://Nvww.fdca.n-o\v/MeclicalDevices/Saf'ety/Relpoitailrobleim/leI'auLt.1htrll for' the CilRt!S
aHC AlofSur-veillance and Biometrics/Division of' Posimarket Surveillance.

YOU may obtain other general information Onl your- responsibilities uinder the Act from the
Di vision of'S mall rV~al'atlS atues.Iternational and Con1sumler Assistance at its loll -free

number (800) 638-2041 or (301) 796-7100 or at its Internet address
thtti)://\vwvv.t'cla.n-ov/'veclicall~evices/ReSOLurCCSIorYout/ILttv'/CIC Lbu.ltim.

Sincerely yours,

111" 4a
Anthony D. \Watson, B.S., NM.S.. N/.B.A.
Director*

IDivision of Anesthesiology, General HoI spi tal
Infection Control and Dental Devices

Office of Device E-valationl
Center- for Devices and

Radiologoical HeIalth

Enlosure



Statement of Indications for Use

510(k) Number (if known): 4M ' 1,

Device Name: OpalO Band TM Cement

Indications for Use:

Opal® BandTM Cement uses chemical, light polymerization and glass jonomer to
cement all types of orthodontic bands to the teeth.

Prescription Use X AN/ROver-The-Counter Use ___

(Part 21 CFR 801 Subpart D) AN/R(21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE OF NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)
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(Posted November 13, 2003) (DIv-IsIon Sign-Oft)
Division of Anesthesiology, General Hospital
Infection Control, Dental Devices
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